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BACKGROUND: For the past 30 years, the Sanger method
has been the dominant approach and gold standard for
DNA sequencing. The commercial launch of the first
massively parallel pyrosequencing platform in 2005
ushered in the new era of high-throughput genomic
analysis now referred to as next-generation sequencing
(NGS).

CONTENT: This review describes fundamental princi-
ples of commercially available NGS platforms. Al-
though the platforms differ in their engineering config-
urations and sequencing chemistries, they share a
technical paradigm in that sequencing of spatially sep-
arated, clonally amplified DNA templates or single
DNA molecules is performed in a flow cell in a mas-
sively parallel manner. Through iterative cycles of
polymerase-mediated nucleotide extensions or, in one
approach, through successive oligonucleotide liga-
tions, sequence outputs in the range of hundreds of
megabases to gigabases are now obtained routinely.
Highlighted in this review are the impact of NGS on
basic research, bioinformatics considerations, and
translation of this technology into clinical diagnostics.
Also presented is a view into future technologies, in-
cluding real-time single-molecule DNA sequencing
and nanopore-based sequencing.

SUMMARY: In the relatively short time frame since 2005,
NGS has fundamentally altered genomics research and
allowed investigators to conduct experiments that were
previously not technically feasible or affordable. The
various technologies that constitute this new paradigm
continue to evolve, and further improvements in tech-
nology robustness and process streamlining will pave
the path for translation into clinical diagnostics.
© 2009 American Association for Clinical Chemistry

In 1977, 2 landmark articles describing methods for
DNA sequencing were published. Allan Maxam and
Walter Gilbert reported an approach in which termi-
nally labeled DNA fragments were subjected to base-
specific chemical cleavage and the reaction products
were separated by gel electrophoresis (1 ). In an alter-
native approach, Frederick Sanger and colleagues de-
scribed the use of chain-terminating dideoxynucle-
otide analogs that caused base-specific termination of
primed DNA synthesis (2 ). Refinement and commer-
cialization of the latter method led to its broad dissem-
ination throughout the research community and,
ultimately, into clinical diagnostics. In an industrial,
high-throughput configuration, Sanger technology
was used in the sequencing of the first human genome,
which was completed in 2003 through the Human Ge-
nome Project, a 13-year effort with an estimated cost of
$2.7 billion. In 2008, by comparison, a human genome
was sequenced over a 5-month period for approxi-
mately $1.5 million (3 ). The latter accomplishment
highlights the capabilities of the rapidly evolving field
of “next-generation” sequencing (NGS)3 technologies
that have emerged during the past 5 years. Currently, 5
NGS platforms are commercially available, with addi-
tional platforms on the horizon. To add to this pace,
the US National Human Genome Research Institute
(NHGRI) announced funding in August 2008 for a se-
ries of projects as part of its Revolutionary Genome
Sequencing Technologies program, which has as its
goal the sequencing of a human genome for $1000 or
less (http://www.genome.gov/27527585). This review
describes NGS technologies, reviews their impact on
basic research, and explores how they have the trans-
lational potential to substantially impact molecular
diagnostics.

Fundamentals of NGS Platforms

NGS platforms share a common technological feature—
massively parallel sequencing of clonally amplified or
single DNA molecules that are spatially separated in a
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Sanger sequencing, which is based on the electro-
phoretic separation of chain-termination products
produced in individual sequencing reactions. In NGS,
sequencing is performed by repeated cycles of
polymerase-mediated nucleotide extensions or, in one
format, by iterative cycles of oligonucleotide ligation.
As a massively parallel process, NGS generates hun-
dreds of megabases to gigabases of nucleotide-
sequence output in a single instrument run, depending
on the platform. These platforms are reviewed next.

ROCHE/454 LIFE SCIENCES

The 454 technology (http://www.454.com) is derived
from the technological convergence of pyrosequencing
and emulsion PCR. In 1993, Nyren et al. described a
sequencing approach based on chemiluminescent de-
tection of pyrophosphate released during polymerase-
mediated deoxynucleoside triphosphate (dNTP) in-
corporation (4 ). Refinement by Ronaghi et al. served as
the foundation for the commercial development of py-
rosequencing (5, 6 ). On a separate front, Tawfik and
Griffiths described single-molecule PCR in microcom-
partments consisting of water-in-oil emulsions (7 ). In
2000, Jonathan Rothberg founded 454 Life Sciences,
which developed the first commercially available NGS
platform, the GS 20, launched in 2005. Combining
single-molecule emulsion PCR with pyrosequencing,
Margulies and colleagues at 454 Life Sciences per-
formed shotgun sequencing of the entire 580 069 bp of
the Mycoplasma genitalia genome at 96% coverage and
99.96% accuracy in a single GS 20 run (8 ). In 2007,
Roche Applied Science acquired 454 Life Sciences and
introduced the second version of the 454 instrument,
the GS FLX. Sharing the same core technology as the
GS 20, the GS FLX flow cell is referred to as a “picotiter
well” plate, which is made from a fused fiber-optic
bundle. In its newest configuration, approximately
3.4 � 106 picoliter-scale sequencing-reaction wells are
etched into the plate surface, and the well walls have a
metal coating to improve signal-to-noise discrimina-
tion. For sequencing (Fig. 1), a library of template DNA
is prepared by fragmentation via nebulization or soni-
cation. Fragments several hundred base pairs in length
are end-repaired and ligated to adapter oligonucleo-
tides. The library is then diluted to single-molecule
concentration, denatured, and hybridized to individ-
ual beads containing sequences complementary to
adapter oligonucleotides. The beads are compartmen-
talized into water-in-oil microvesicles, where clonal
expansion of single DNA molecules bound to the beads
occurs during emulsion PCR. After amplification, the
emulsion is disrupted, and the beads containing
clonally amplified template DNA are enriched. The
beads are again separated by limiting dilution, depos-
ited into individual picotiter-plate wells, and combined

with sequencing enzymes. Loaded into the GS FLX, the
picotiter plate functions as a flow cell wherein iterative
pyrosequencing is performed by successive flow addi-
tion of the 4 dNTPs. A nucleotide-incorporation event
in a well containing clonally amplified template pro-
duces pyrophosphate release and picotiter-plate well–
localized luminescence, which is transmitted through
the fiber-optic plate and recorded on a charge-coupled
device camera. With the flow of each dNTP reagent,
wells are imaged, analyzed for their signal-to-noise ra-
tio, filtered according to quality criteria, and subse-
quently algorithmically translated into a linear se-
quence output. With the newest chemistry, termed
“Titanium,” a single GS FLX run generates approxi-
mately 1 � 106 sequence reads, with read lengths of
�400 bases yielding up to 500 million base pairs (Mb)
of sequence. A recognized strength of the 454 technol-
ogy is the longer read length, which facilitates de novo
assembly of genomes (9 ). An outstanding concern has
been the accurate determination of homopolymers
�3– 4 bases in length. A 6-base homopolymer should
theoretically yield twice the luminescence of a 3-base
homopolymer. Operationally, this luminescence yield
varies, and estimates of homopolymer length are less
accurate with increasing length (8, 10 ). 454 has re-
ported that the metal coating of the walls of picotiter
wells mentioned above improves the accuracy of ho-
mopolymer determination. Sequence coverage depth
and accuracy for the 454 technology is discussed below
in the NGS Data Analysis section.

ILLUMINA/SOLEXA

In 1997, British chemists Shankar Balasubramanian
and David Klenerman conceptualized an approach for
sequencing single DNA molecules attached to micro-
spheres. They founded Solexa in 1998, and their goal
during early development of sequencing single DNA
molecules was not achieved, requiring a shift toward
sequencing clonally amplified templates. By 2006, the
Solexa Genome Analyzer, the first “short read” se-
quencing platform, was commercially launched. Ac-
quired by Illumina (http://www.Illumina.com) in
2006, the Genome Analyzer uses a flow cell consisting
of an optically transparent slide with 8 individual lanes
on the surfaces of which are bound oligonucleotide an-
chors (Fig. 2). Template DNA is fragmented into
lengths of several hundred base pairs and end-repaired
to generate 5�-phosphorylated blunt ends. The poly-
merase activity of Klenow fragment is used to add a
single A base to the 3� end of the blunt phosphorylated
DNA fragments. This addition prepares the DNA frag-
ments for ligation to oligonucleotide adapters, which
have an overhang of a single T base at their 3� end to
increase ligation efficiency. The adapter oligonucleo-
tides are complementary to the flow-cell anchors. Un-
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Fig. 1. Roche 454 GS FLX sequencing.

Template DNA is fragmented, end-repaired, ligated to adapters, and clonally amplified by emulsion PCR. After amplification,
the beads are deposited into picotiter-plate wells with sequencing enzymes. The picotiter plate functions as a flow cell where
iterative pyrosequencing is performed. A nucleotide-incorporation event results in pyrophosphate (PPi) release and well-localized
luminescence. APS, adenosine 5�-phosphosulfate.
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Fig. 2. Illumina Genome Analyzer sequencing.

Adapter-modified, single-stranded DNA is added to the flow cell and immobilized by hybridization. Bridge amplification
generates clonally amplified clusters. Clusters are denatured and cleaved; sequencing is initiated with addition of primer,
polymerase (POL) and 4 reversible dye terminators. Postincorporation fluorescence is recorded. The fluor and block are removed
before the next synthesis cycle.
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der limiting-dilution conditions, adapter-modified,
single-stranded template DNA is added to the flow cell
and immobilized by hybridization to the anchors. In
contrast to emulsion PCR, DNA templates are ampli-
fied in the flow cell by “bridge” amplification, which
relies on captured DNA strands “arching” over and hy-
bridizing to an adjacent anchor oligonucleotide. Mul-
tiple amplification cycles convert the single-molecule
DNA template to a clonally amplified arching “clus-
ter,” with each cluster containing approximately 1000
clonal molecules. Approximately 50 � 106 separate
clusters can be generated per flow cell. For sequencing,
the clusters are denatured, and a subsequent chemical
cleavage reaction and wash leave only forward strands
for single-end sequencing. Sequencing of the forward
strands is initiated by hybridizing a primer comple-
mentary to the adapter sequences, which is followed by
addition of polymerase and a mixture of 4 differently
colored fluorescent reversible dye terminators. The ter-
minators are incorporated according to sequence
complementarity in each strand in a clonal cluster. Af-
ter incorporation, excess reagents are washed away, the
clusters are optically interrogated, and the fluorescence
is recorded. With successive chemical steps, the re-
versible dye terminators are unblocked, the fluores-
cent labels are cleaved and washed away, and the
next sequencing cycle is performed. This iterative,
sequencing-by-synthesis process requires approxi-
mately 2.5 days to generate read lengths of 36 bases.
With 50 � 106 clusters per flow cell, the overall se-
quence output is �1 billion base pairs (Gb) per analyt-
ical run (11 ). The newest platform, the Genome Ana-
lyzer II, has optical modifications enabling analysis of
higher cluster densities. Coupled with ongoing im-
provements in sequencing chemistry and projected
read lengths of 50-plus bases, further increases in out-
put should be realized. Illumina and other NGS tech-
nologies have devised strategies to sequence both ends
of template molecules. Such “paired-end” sequencing
provides positional information that facilitates align-
ment and assembly, especially for short reads (12, 13 ).
A technical concern of Illumina sequencing is that
base-call accuracy decreases with increasing read
length (14 ). This phenomenon is primarily due to
“dephasing noise.” During a given sequencing cycle,
nucleotides can be under- or overincorporated, or
block removal can fail. With successive cycles, these
aberrations accumulate to produce a heterogeneous
population in a cluster of strands of varying lengths.
This heterogeneity decreases signal purity and reduces
precision in base calling, especially at the 3� ends of
reads. Modifications in sequencing chemistry and al-
gorithms for data-image analysis and interpretation
are being pursued to mitigate dephasing (15 ). Investi-
gators at the Wellcome Trust Sanger Institute, who

have extensive experience with the Illumina platform,
have published a series of technical improvements for
library preparation, including methods for increasing
the reproducibility of fragmentation by adaptive fo-
cused acoustic wave sonication, enhanced efficiency of
adapter ligation by use of an alternate ligase, and reduc-
ing the G�C bias that has been observed in Illumina
reads via a modified gel-extraction protocol (16 ).

APPLIED BIOSYSTEMS/SOLiD

The SOLiD (Supported Oligonucleotide Ligation and
Detection) System 2.0 platform, which is distributed by
Applied Biosystems (http://www.solid.appliedbiosystems.
com), is a short-read sequencing technology based on
ligation. This approach was developed in the labora-
tory of George Church and reported in 2005 along with
the resequencing of the Escherichia coli genome (17 ).
Applied Biosystems refined the technology and re-
leased the SOLiD instrumentation in 2007. Sample
preparation shares similarities with the 454 technology
in that DNA fragments are ligated to oligonucleotide
adapters, attached to beads, and clonally amplified by
emulsion PCR. Beads with clonally amplified template
are immobilized onto a derivitized-glass flow-cell sur-
face, and sequencing is begun by annealing a primer
oligonucleotide complementary to the adapter at the
adapter–template junction (Fig. 3). Instead of provid-
ing a 3� hydroxyl group for polymerase-mediated ex-
tension, the primer is oriented to provide a 5� phos-
phate group for ligation to interrogation probes during
the first “ligation sequencing” step. Each interrogation
probe is an octamer, which consists of (in the 3�-to-5�
direction) 2 probe-specific bases followed by 6 degen-
erate bases with one of 4 fluorescent labels linked to the
5� end. The 2 probe-specific bases consist of one of 16
possible 2-base combinations (for example TT, GT,
and so forth). In the first ligation-sequencing step,
thermostable ligase and interrogation probes repre-
senting the 16 possible 2-base combinations are
present. The probes compete for annealing to the tem-
plate sequences immediately adjacent to the primer.
After annealing, a ligation step is performed, followed
by wash removal of unbound probe. Fluorescence sig-
nals are optically collected before cleavage of the ligated
probes, and a wash is performed to remove the fluor
and regenerate the 5� phosphate group. In the subse-
quent sequencing steps, interrogation probes are li-
gated to the 5� phosphate group of the preceding pen-
tamer. Seven cycles of ligation, referred to as a “round,”
are performed to extend the first primer. The synthe-
sized strand is then denatured, and a new sequencing
primer offset by 1 base in the adapter sequence (n � 1)
is annealed. Five rounds total are performed, each time
with a new primer with a successive offset (n � 2, n �
3, and so on). By this approach, each template nucleo-
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Fig. 3. Applied Biosystems SOLiD sequencing by ligation.

Top: SOLiD color-space coding. Each interrogation probe is an octamer, which consists of (3�-to-5� direction) 2 probe-specific
bases followed by 6 degenerate bases (nnnzzz) with one of 4 fluorescent labels linked to the 5� end. The 2 probe-specific bases
consist of one of 16 possible 2-base combinations. Bottom: (A), The P1 adapter and template with annealed primer (n) is
interrogated by probes representing the 16 possible 2-base combinations. In this example, the 2 specific bases complementary
to the template are AT. (B), After annealing and ligation of the probe, fluorescence is recorded before cleavage of the last 3
degenerate probe bases. The 5� end of the cleaved probe is phosphorylated (not shown) before the second sequencing step.
(C), Annealing and ligation of the next probe. (D), Complete extension of primer (n) through the first round consisting of 7 cycles
of ligation. (E), The product extended from primer (n) is denatured from the adapter/template, and the second round of
sequencing is performed with primer (n � 1). With the use of progressively offset primers, in this example (n � 1), adapter
bases are sequenced, and this known sequence is used in conjunction with the color-space coding for determining the template
sequence by deconvolution (see Fig. 1 in the online Data Supplement). In this technology, template bases are interrogated twice.
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tide is sequenced twice. A 6-day instrument run gener-
ates sequence read lengths of 35 bases. Sequence is in-
ferred by interpreting the ligation results for the 16
possible 2 base– combination interrogation probes.
With the use of offset primers, several bases of the
adapter are sequenced. This information provides a se-
quence reference starting point that is used in con-
junction with the color space– coding scheme to al-
gorithmically deconvolute the downstream template
sequence (see Fig. 1 in the Data Supplement that ac-
companies the online version of this review at http://
www.clinchem.org/content/vol55/issue4). Placing 2
flow-cell slides in the instrument per analytical run
produces a combined output of 4 Gb of sequence or
greater. Unextended strands are capped before the li-
gation to mitigate signal deterioration due to dephas-
ing. Capping coupled with high-fidelity ligation chem-
istry and interrogation of each nucleotide base twice
during independent ligation cycles yields a company-
reported sequence consensus accuracy of 99.9% for a
known target at a 15-fold sequence coverage over se-
quence reads of 25 nucleotides. On an independent
track, the Church laboratory has collaborated with
Danaher Motion and Dover Systems to develop and
introduce an alternative sequencing-by-ligation plat-
form, the Polonator G.007 (http://www.polonator.
org). Table 1 summarizes GS FLX, Genome Analyzer, and
SOLiD platform features.

HELICOS BIOSCIENCES AND SINGLE-MOLECULE SEQUENCING

The first single-molecule sequencing platform, the
HeliScope, is now available from Helicos BioSciences
(http://www.helicosbio.com) with a company-
reported sequence output of 1 Gb/day. This technology
stems from the work of Braslavsky et al., published in
2003 (18 ). Having obviated clonal amplification of
template, the method involves fragmenting sample
DNA and polyadenylation at the 3� end, with the
final adenosine fluorescently labeled. Denatured
polyadenylated strands are hybridized to poly(dT)
oligonucleotides immobilized on a flow-cell surface
at a capture density of up to 100 � 106 template
strands per square centimeter. After the positional
coordinates of the captured strands are recorded by a

charge-coupled device camera, the label is cleaved
and washed away before sequencing. For sequenc-
ing, polymerase and one of 4 Cy5-labeled dNTPs are
added to the flow cell, which is imaged to determine
incorporation into individual strands. After label
cleavage and washing, the process is repeated with
the next Cy5-labeled dNTP. Each sequencing cycle,
which consists of the successive addition of polymer-
ase and each of the 4 labeled dNTPs, is termed a
“quad.” The number of sequencing quads per-
formed is approximately 25–30, with read lengths of
up to 45–50 bases having been achieved. The Helicos
platform was used to sequence the 6407-base ge-
nome of bacteriophage M13 (19 ). This study dem-
onstrated both the potential and important technical
issues that may be relevant to all single-molecule se-
quencing methods that are based on sequencing by
synthesis. First, sequencing accuracy was apprecia-
bly improved when template molecules were se-
quenced twice (“2-pass” sequencing). Second, the
accuracy of sequencing homopolymers was compro-
mised by the polymerase adding additional bases of
the same identity in a homopolymeric stretch in a
given dNTP addition. Helicos has since developed
proprietary labeled dNTPs, termed “virtual termina-
tors,” which the company reports reduce polymerase
processivity so that only single bases are added, im-
proving the accuracy of homopolymer sequencing.
Interestingly, the percentage of strands in which
longer read lengths can be achieved (e.g., 50 nucleo-
tides) is substantially lower than that obtained with
shorter (e.g., 25 nucleotides) read-length sequenc-
ing, possibly reflecting secondary structures (e.g.,
hairpins) assumed by the template molecules.

The Impact of NGS on Basic Research

In the short 4 years since the first commercial platform
became available, NGS has markedly accelerated mul-
tiple areas of genomics research, enabling experiments
that previously were not technically feasible or afford-
able. We describe major applications of NGS and then
review the analysis of NGS data.

Table 1. Comparison of NGS platforms.

Roche 454 GS
FLX

Illumina Genome
Analyzer

Applied Biosystems
SOLiD Sanger

Sequencing method Pyrosequencing Reversible dye terminators Sequencing by ligation Dye terminators

Read lengths 400 bases 36 bases 35 bases 800 bp

Sequencing run time 10 h 2.5 days 6 days 3 h

Total bases per run 500 Mb 1.5 Gb 4 Gb 800 bp
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GENOMIC ANALYSIS

The high-throughput capacity of NGS has been lever-
aged to sequence entire genomes, from microbes to
humans (3, 8, 9, 11, 20 –24 ), including the recent se-
quencing of the genome of cytogenetically normal
acute myeloid leukemia cells, which identified novel,
tumor-specific gene mutations (25 ). The longer read
lengths of the 454 technology, compared with the Illu-
mina and SOLiD short-read technologies, facilitate the
assembly of genomes in the absence of a reference ge-
nome (i.e., de novo assembly). For resequencing, both
long- and short-read technologies have been used suc-
cessfully. In one comparative study, the 454, Illumina,
and SOLiD technologies all accurately detected single-
nucleotide variations when coverage depth was �15-
fold per allele (20 ) (the critical issue of coverage depth
is discussed further in the NGS Data Analysis section).
The 454 read lengths provide nucleotide haplotype in-
formation over a range of several hundred base pairs
and are predicted to be better suited for detecting larger
insertions and deletions and for producing alignments
in areas containing repetitive sequences. Further stud-
ies are needed to compare technology performance for
detecting insertions and deletions. Each platform has
an optional strategy for sequencing both ends of DNA
libraries (paired-end sequencing). In addition to effec-
tively doubling sequence output, knowing that reads
are associated with each other on a given fragment aug-
ments alignment and assembly, especially for short
reads. Paired-end sequencing has been used to map
genomic structural variation, including deletions, in-
sertions, and rearrangements (12, 13, 26, 27 ). The
ability to sequence complete human genomes at a
substantially reduced cost with NGS has energized
an international effort to sequence thousands of hu-
man genomes over the next decade (http://www.
1000genomes.org), which will lead to the character-
ization and cataloging of human genetic variation at
an unprecedented level.

TARGETED GENOMIC RESEQUENCING

Sequencing of genomic subregions and gene sets is be-
ing used to identify polymorphisms and mutations in
genes implicated in cancer and in regions of the human
genome that linkage and whole-genome association
studies have implicated in disease (28, 29 ). Especially
in the latter setting, regions of interest can be hundreds
of kb’s to several Mb in size. To best use NGS for se-
quencing such candidate regions, several genomic-
enrichment steps, both traditional and novel, are being
incorporated into overall experimental designs. Over-
lapping long-range PCR amplicons (approximately
5–10 kb) can be used for up to several hundred kb’s,
but this approach is not practical for larger genomic
regions. More recently, enrichment has been achieved

by hybridizing fragmented, denatured human genomic
DNA to oligonucleotide capture probes complemen-
tary to the region of interest and subsequently eluting
the enriched DNA (30 –33 ). Capture probes can be im-
mobilized on a solid surface (Roche NimbleGen,
http://www.nimblegen.com; Agilent Technologies,
http://www.agilent.com; and Febit, http://www.febit.
com) or used in solution (Agilent). Current Nimble-
Gen arrays contain 350 000 oligonucleotides of 60 –90
bp in length that are typically spaced 5–20 nucleotides
apart, with oligonucleotides complementary to repeti-
tive regions being excluded. For enrichment, 5–20 �g
of genomic DNA is fragmented and ligated to oligonu-
cleotide linkers containing universal PCR priming
sites. This material is denatured, hybridized to an array
for 3 days, and eluted, with the enriched DNA ampli-
fied by the PCR before NGS library preparation. In
reported studies, up to 5 Mb of sequence has been cap-
tured on the 350K array, with 60%–75% of sequencing
reads mapping to targeted regions; other reads map-
ping to nontargeted regions reflect nonspecific cap-
ture. In development by NimbleGen is the use of an
array of 2.1 � 106 features for capturing larger genomic
regions. Agilent’s solution-based technology uses oli-
gonucleotides up to 170 bases in length, with each end
containing sequences for universal PCR priming and
with primer sites containing a restriction endonucle-
ase–recognition sequence. The oligonucleotide library
is amplified by the PCR, digested with restriction
enzymes, and ligated to adapters containing the T7
polymerase promoter site. In vitro transcription is per-
formed with biotinylated UTP to generate single-
stranded biotinylated cRNA capture sequences. For
capture, 3 �g of fragmented, denatured genomic DNA
is hybridized with cRNA sequences for 24 h in solution.
After hybridization, duplexes consisting of single-
stranded DNA and cRNA are bound to streptavidin-
coated magnetic beads; the cRNA is then enzymatically
digested, leaving enriched single-stranded DNA that is
subsequently processed for NGS. An alternative en-
richment approach developed by RainDance Technol-
ogies (http://www.raindancetechnologies.com) uses a
novel microfluidics technology in which individual
pairs of PCR primers for the genomic regions of inter-
est are segregated in water in emulsion droplets and
then pooled to create a “primer library.” Separately,
emulsion droplets containing genomic DNA and PCR
reagents are prepared. Two separate droplet streams
are created, one with primer-library droplets and the
other with droplets containing genomic DNA/PCR re-
agents. The 2 streams are merged and primer-library
droplets and genomic DNA/PCR reagent droplets are
paired in a 1:1 ratio. As paired droplets proceed
through the microfluidic channel, they pass an electri-
cal impulse that causes them to physically coalesce. The
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coalesced droplets containing individual primer pairs
and genomic DNA/PCR reagents are deposited in a
96-well plate and amplified by the PCR. After amplifi-
cation, the emulsions are disrupted, and the amplicons
are pooled and processed for NGS.

METAGENOMICS

NGS has had a tremendous impact on the study of
microbial diversity in environmental and clinical sam-
ples. Operationally, genomic DNA is extracted from
the sample of interest, converted to an NGS library and
sequenced. The sequence output is aligned to known
reference sequences for microorganisms that are pre-
dicted to be present in the sample. Closely related spe-
cies can be discerned, and more distantly related spe-
cies can be inferred. In addition, de novo assembly of
the data set can yield information to support the pres-
ence of known and potentially new species. Qualitative
genomic information is obtained, and analysis of the
relative abundance of the sequence reads can be used to
derive quantitative information on individual micro-
bial species. To date, most NGS-based metagenomic
analyses have used the 454 technology and its associ-
ated longer read lengths to facilitate alignment to mi-
crobial reference genomes and for de novo assembly of
previously uncharacterized microbial genomes. Exam-
ples of metagenomic studies include the analysis of mi-
crobial populations in the ocean (34, 35 ) and soil (36 ),
the identification of a novel arenavirus in transplanta-
tion patients (37 ), and the characterization of micro-
flora present in the human oral cavity (38 ) and the guts
of obese and lean twins (39 ).

TRANSCRIPTOME SEQUENCING

NGS has provided a powerful new approach, termed
“RNA-Seq,” for mapping and quantifying transcripts
in biological samples. Total, ribosomal RNA– depleted,
or poly(A)� RNA is isolated and converted to cDNA. A
typical protocol would involve the generation of first-
strand cDNA via random hexamer–primed reverse
transcription and subsequent generation of second-
strand cDNA with RNase H and DNA polymerase. The
cDNA is then fragmented and ligated to NGS adapters.
For small RNAs such as microRNAs (miRNAs) and
short interfering RNAs, preferential isolation via a
small RNA– enrichment method, size selection on an
electrophoresis gel, or a combination of these ap-
proaches is commonly used. RNA ligase is used to join
adapter sequences to the RNA; this step is often fol-
lowed by a PCR amplification step before NGS process-
ing. After sequencing, reads are aligned to a reference
genome, compared with known transcript sequences,
or assembled de novo to construct a genome-scale
transcription map. Although RNA-Seq is in its early
stages as a technology, it has already shown some ad-

vantages over gene expression arrays (40 ). First, arrays
depend on tiling existing genomic sequences, whereas
RNA-Seq is not constrained by this limitation, allowing
characterization of transcription without prior knowl-
edge of the genomic sites of transcription origin. RNA-
Seq is capable of single-base resolution and, compared
with arrays, demonstrates a greater ability to distin-
guish RNA isoforms, determine allelic expression, and
reveal sequence variants. Expression levels are deduced
from the total number of reads that map to the exons of
a gene, normalized by the length of exons that can be
uniquely mapped. Results obtained with this approach
have shown close correlation with those of quantitative
PCR and RNA-spiking experiments. The dynamic
range of RNA-Seq for determining expression levels is
3– 4 orders of magnitude, compared with 2 orders of
magnitude for expression arrays. In this context, RNA-
Seq has shown improved performance for the quanti-
tative detection of both highly produced transcripts
and transcripts produced at low levels. RNA-Seq is be-
ing used to confirm and revise gene annotation, includ-
ing 5� and 3�, and exon/intron boundaries; the latter is
achieved by mapping reads to exon junctions defined
by GT-AG splicing consensus sites. Both qualitative
and quantitative information regarding splicing di-
versity can be deduced. RNA-Seq has been applied to
a variety of organisms, including Saccharomyces cer-
evisiae, Arabidopsis thaliana, mice, and human cells
(40 –51 ).

MAPPING OF DNA-BINDING PROTEINS AND CHROMATIN

ANALYSIS

The delineation of regulatory proteins associated with
genomes was substantially accelerated by the introduc-
tion of chromatin immunoprecipitation and microar-
ray hybridization (ChIP-on-chip) technology (52 ). In
this approach, proteins in contact with genomic DNA
are chemically cross-linked (typically with mild form-
aldehyde treatment) to their binding sites, and the
DNA is fragmented by sonication or digestion with mi-
crococcal nuclease. The proteins cross-linked with
DNA are immunoprecipitated with antibodies specific
for the proteins of interest. The DNA in the immuno-
precipitate is purified and hybridized to an oligonucle-
otide array consisting of sequences from the genome,
allowing identification of the protein-binding sites.
This approach has been successfully used to identify
binding sites for transcription factors and histone pro-
teins. ChIP-on-chip technology is now being sup-
planted in a variety of experimental settings with
ChIP-Seq, in which the DNA harvested from the im-
munoprecipitate is converted into a library for NGS.
The obtained reads are mapped to the reference ge-
nome of interest to generate a genome-wide protein-
binding map (53–55 ). Studies to date that have exam-
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ined the genomic-binding sites of the human NRSF
(neuron restrictive silencer factor) and STAT1 (signal
transducer and activator of transcription 1) proteins
indicate the resolution of ChIP-Seq to be greater than
for ChIP-on-chip, as evidenced by confirmation of
previously identified binding sites and identification of
novel binding sites (56, 57 ). Analogous to RNA-Seq,
ChIP-Seq has the important advantage of not requiring
prior knowledge of genomic locations of protein bind-
ing. In addition to the study of transcription factors,
NGS is being used to map genomic methylation. One
approach involves traditional bisulfite conversion of
DNA followed by NGS, which has been applied to the
study of entire genomes or genomic subregions
(58, 59 ). Ongoing studies are attempting to develop a
variant of ChIP-Seq in which genomic methylation is
assayed by coupling immunoprecipitation with a
monoclonal antibody directed against methylated cy-
tosine and subsequent NGS (60 ).

NGS Data Analysis

NGS experiments generate unprecedented volumes of
data, which present challenges and opportunities for
data management, storage, and, most importantly,
analysis (61 ). NGS data begin as large sets of tiled flu-
orescence or luminescence images of the flow-cell sur-
face recorded after each iterative sequencing step (Fig.
4). This volume of data requires a resource-intensive
data-pipeline system for data storage, management,
and processing. Data volumes generated during single
runs of the 454 GS FLX, Illumina, and SOLiD instru-
ments are approximately 15 GB, 1 TB, and 15 TB, re-
spectively. The main processing feature of the data
pipeline is the computationally intensive conversion of
image data into sequence reads, known as base calling.
First, individual beads or clusters are identified and lo-
calized in an image series. Image parameters such as
intensity, background, and noise are then used in a
platform-dependant algorithm to generate read se-
quences and error probability–related quality scores
for each base. Although many researchers use the base
calls generated by the platform-specific data-pipeline
software, alternative base-calling programs that use
more advanced software and statistical techniques
have been developed. Features of these alternative pro-
grams include the incorporation of ambiguous bases
into reads, improved removal of poor-quality bases
from read ends (62 ), and the use of data sets for soft-
ware training (15 ). Incorporation of these features has
been shown to reduce read error and improve align-
ment, especially as platforms are pushed to generate
longer reads. These advantages, however, must be
weighed against the substantial computer resources re-
quired by the large volumes of image data.

The quality values calculated during NGS base
calling provide important information for alignment,
assembly, and variant analysis. Although the calcula-
tion of quality varies between platforms, the calcula-
tions are all related to the historically relevant phred
score, introduced in 1998 for Sanger sequence data
(63, 64 ). The phred score quality value, q, uses a math-
ematical scale to convert the estimated probability of
an incorrect call, e, to a log scale:

q � �10 � log10�e�.

Miscall probabilities of 0.1 (10%), 0.01 (1%), and 0.001
(0.1%) yield phred scores of 10, 20, and 30, respec-
tively. The NGS error rates estimated by quality values
depend on several factors, including signal-to-noise
levels, cross talk from nearby beads or clusters, and
dephasing. Substantial effort has been made to under-
stand and improve the accuracy of quality scores and
the underlying error sources (10, 14 ), including inac-
curacies in homopolymer run lengths on the 454 plat-
form and base-substitution error biases with the Illu-
mina format. Study of these error traits has led to
examples of software that require no additional base
calling but that improve quality-score accuracies and
thus improve sequencing accuracy (65, 66 ). Quality
values are an important tool for rejecting low-quality
reads, trimming low-quality bases, improving align-
ment accuracy, and determining consensus-sequence
and variant calls (67 ).

Alignment and assembly are substantially more
difficult for NGS data than for Sanger data because of
the shorter reads lengths in the former. One limitation
of short-read alignment and assembly is the inability to
uniquely align large portions of a read set when the read
length becomes too short. Similarly, the number of
uniquely aligned reads is reduced when aligning to
larger, more complex genomes or reference sequences
because of their having a higher probability of repeti-
tive sequences. A case in point is a modeling study that
indicated that 97% of the E. coli genome can be
uniquely aligned with 18-bp reads but that only 90% of
the human genome can be uniquely aligned with 30-bp
reads (68, 69 ). Unique alignment or assembly is re-
duced not only by the presence of repeat sequences but
also by shared homologies within closely related gene
families and pseudogenes. Nonunique read alignment
is handled in software by read distribution between
multiple alignment positions or leaving alignment
gaps. De novo assembly will reject these reads, leading
to shorter and more numerous assembled contigs.
These factors are relevant when choosing an appropri-
ate sequencing platform with its associated read length,
particularly for de novo assembly (9 ).

Error rates for individual NGS reads are higher
than for Sanger sequencing. The higher accuracy of
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Sanger sequencing reflects not only the maturity of the
chemistry but also the fact that a Sanger trace peak
represents highly redundant, multiple terminated ex-
tension reactions. Accuracy in NGS is achieved by se-
quencing a given region multiple times, enabled by the
massively parallel process, with each sequence contrib-
uting to “coverage” depth. Through this process, a
“consensus” sequence is derived. To assemble, align,
and analyze NGS data requires an adequate number of
overlapping reads, or coverage. In practice, coverage
across a sequenced region is variable, and factors other

than the Poisson-like randomness of library prepara-
tion that may contribute to this variability include dif-
ferential ligation of adapters to template sequences and
differential amplification during clonal template gen-
eration (11, 70 ). Beyond sequence errors, inadequate
coverage can cause failure to detect actual nucleotide
variation, leading to false-negative results for heterozy-
gotes (3, 11 ). Studies have shown that coverages of less
than 20- to 30-fold begin to reduce the accuracy of
single-nucleotide polymorphism calls in data on the
454 platform (65 ). For the Illumina system, higher

Fig. 4. Pseudocolor image from the Illumina flow cell.

Each fluorescence signal originates from a clonally amplified template cluster. Top panel illustrates 4 emission wavelengths of
fluorescent labels depicted in red, green, blue, and yellow. Images are processed to identify individual clusters and to remove
noise or interference. The lower panel is a composite image of the 4 fluorescence channels.
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coverage depths (50- to 60-fold) have been used in an
effort to improve short-read alignment, assembly, and
accuracy, although coverage in the 20- to 30-fold range
may be sufficient for certain resequencing applications
(14 ). As noted above, one comparative study of a yeast
genome showed that the 454, Illumina, and SOLiD
technologies all accurately detected single-nucleotide
variations when the coverage depth was �15-fold per
allele (20 ). Coverage gaps can occur when sequences
are not aligned because of substantial variance from a
reference. Alignment of repetitive sequences in repeat
regions of a target sequence can also affect the apparent
coverage. Reads that align equally well at multiple sites
can be randomly distributed to the sites or in some
cases discarded, depending on the alignment software.
In de novo–assembly software, reads with ambiguous
alignments are typically discarded, yielding multiple
aligned read groups, or contigs, with no information
regarding relative order.

A large variety of software programs for alignment
and assembly have been developed and made available
to the research community (see Table 1 in the online
Data Supplement). Most use the Linux operating sys-
tem, and a few are available for Windows. Many re-
quire a 64-bit operating system and can use �16 MB of
RAM and multiple central-processing unit cores. The
range of data volumes, hardware, software packages,
and settings leads to processing times from a few min-
utes to multiple hours, emphasizing the need for suffi-
cient computational power. Although a growing set of
variations in alignment and assembly algorithms are
available, there remains the trade-off between speed
and accuracy in which many but not all possible align-
ments are evaluated, with a balance having to be struck
between ideal alignment and computational efficiency.

NGS software features vary with the application
and in general may include alignment, de novo assem-
bly, alignment viewing, and variant-discovery pro-
grams. In addition some NGS statistical data-analysis
tools are being developed (such as JMP Genomics; SAS
Institute). Software packages available for alignment
and assembly to a reference sequence include Zoom
(71 ), MAQ (67 ), Mosaik (72 ), SOAP (73 ), and
SHRiMP (http://compbio.cs.toronto.edu/shrimp/),
which supports SOLiD color-space analysis. Software
for de novo assembly includes Edina (70 ), EULER-SR
(74 ), SHARCGS (75 ), SSAKE (69 ), Velvet (76 ), and
SOAPdenovo (http://soap.genomics.org.cn/). Re-
cently released commercial software for alignment and
de novo assembly includes packages from DNAStar
(www.dnastar.com), SoftGenetics (www.softgenetics.
com), and CLC bio (www.clcbio.com) that feature data
viewers that allow the user to see read alignments, cov-
erage depth, genome annotations, and variant analysis.

Fig. 5 presents some examples of NGS data viewed in 2
different software systems.

RNA-Seq data analysis poses unique challenges
and requires sequence alignment across spliced regions
of transcripts as well as poly(A) tails. Current software
has made strong inroads, however, with incorporation
of motif recognition at splice junctions and identifica-
tion of intron– exon borders through regions of low
alignment coverage (41 ). Deciphering multiple tran-
script isoforms involves mapping reads to known and
putative splicing junctions and, in one approach, re-
quires that each isoform be supported by multiple in-
dependent splice-junction reads with independent
start sites (51 ). ERANGE software has been used in the
analysis of the mouse transcriptome (43 ). ERANGE
maps unique reads to their genomic site of origin and
maps reads that match to several sites, or multireads, to
a most likely site of origin. Reads that do not map to a
known exon are grouped together by homology into
candidate exons or parts of exons. The near propor-
tional nature of NGS transcriptome data allows quan-
tification of RNA production from the coverage of the
assembled or aligned data. ERANGE uses normalized
counts of unique reads, spliced reads, and multireads
to quantify transcripts. Additional analytical consider-
ations are needed for miRNA studies, including RNA
secondary-structure analysis for hairpins, alignment to
known miRNA databases, and searches within the NGS
data set for complementary miRNA strands, as de-
scribed in studies of developing rice grains (77 ) and
chicken embryos (78 ).

Research with ChIP-Seq has led to analysis meth-
ods and software that exploit the advantages over
ChIP-in-chip, namely a larger, more information-rich
data set. The single-base resolution of the data allows
improved estimation of binding-site positions in the
programs QuEST (79 ) and MACS (80 ). Aligned data at
the protein-binding regions typically have 2 character-
istic offset peaks, each of which is populated by only
forward or only reverse reads. These peaks are hall-
marks of the immunoprecipitated short ChIP-Seq
DNA fragments with a binding site near the center and
are used by the software to estimate binding-site loca-
tion near the mean peak position. Additional program
features include advancements in statistical analysis to
minimize miscalled binding sites, error probability es-
timation, and motif analysis (see Table 1 in the online
Data Supplement).

A Clinical Future for NGS

From the impact that NGS has made at the basic-
research level, we can anticipate its translation into
molecular diagnostics. Key issues that will need to be
addressed in this transition will include complexity of
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Fig. 5. Examples of NGS data viewed in 2 different software systems.

(A), Roche Amplicon Variant Analyzer software displaying GS FLX data from the CFTR gene [cystic fibrosis transmembrane
conductance regulator (ATP-binding cassette sub-family C, member 7)]. Lower pane shows reference sequence (green) above
18 of 68 aligned reads. Column highlighted in yellow and blue shows a heterozygous single-nucleotide polymorphism (SNP).
Single T/A insertions (red) may represent errors. Upper pane shows percent variation from reference (vertical bars) and coverage
(pale blue line). (B), DNAStar SeqMan Pro software displaying Illumina data from Mycobacterium massiliense. Lower pane
shows reference sequence above aligned reads. Green and red arrows show direction of sequencing; base calls at variance with
reference are indicated (red). Three columns in agreement (red) indicate presumptive SNPs. Other bases in red may be errors.
Upper pane shows read coverage, with relative alignment positions above the graph. See the Acknowledgments for disclosure
information on the CFTR-gene analysis performed on residual, deidentified DNA.
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technical procedures, robustness, accuracy, and cost.
By all these measures, NGS platforms will benefit from
continued process streamlining, automation, chemis-
try refinements, cost reductions, and improved data
handling. The cost of NGS is currently substantial in
terms of the investment in capital equipment (from
approximately $600 000 for the Roche/454 Life Sci-
ence, Illumina, and Applied Biosystems SOLiD plat-
forms to $1.35 million for the HeliScope platform) and
costs of sequencing reagents (from approximately
$3500 –$4500 for the Illumina, Applied Biosystems,
and Roche/454 platforms to $18 000 for the HeliScope
platform). Nonetheless, the cost per base is substan-
tially lower than for Sanger sequencing, and combined
with the tremendous output, it is straightforward to see
why genome centers, core facilities, and commercial
contract-sequencing enterprises have readily adopted
this new technology. Work flow considerations include
the fact that preparation of a sample library requires
multiple molecular biology steps and 2– 4 days to com-
plete, depending on the platform. In addition to the
required molecular biology expertise, data analysis re-
quires expertise in bioinformatics facilitated by a
knowledge of Linux operating systems. Leveraging the
high-throughput capacity of NGS platforms can be fa-
cilitated by analyzing multiple samples with separate
flow-cell lanes or compartments. In addition, unique
identifier sequences or “bar codes” can be ligated to
individual samples, which can subsequently be
pooled and sequenced. After sequencing, sequences
of individual samples are derived by data deconvo-
lution (81– 83 ).

The transition of NGS into clinical diagnostics is in
the early stages of development in large reference lab-
oratories and is being leveraged for applications that
require large amounts of sequence information, rela-
tive quantification, and high-sensitivity detection. Ex-
amples that meet these criteria include the aforemen-
tioned detection of mutations in tumor cells from
biopsies or in the circulation. In the area of mitochon-
drial disorders, NGS can be used to sequence the entire
16.5-kb mitochondrial genome, determine mutation
heteroplasmy percentage, and analyze nuclear genes
whose protein products affect mitochondrial metabo-
lism—all in a single analytical run. In the authors’ lab-
oratory, sequencing of mycobacterial genomes is ongo-
ing as an approach to refine organism identification
and support clinical epidemiologic investigations. HIV
quasi-species detection and relative quantification
have been demonstrated and can be used to monitor
emerging drug resistance (84 ). For human genetics,
there is an increasing need to analyze multiple genes
that, when mutated, lead to overlapping physical find-
ings and clinical phenotypes. For example, 16 different

genes are implicated in the pathogenesis of hypertro-
phic cardiomyopathy (85, 86 ). For a comprehensive
diagnostic evaluation in such settings, it will be neces-
sary to sequence upwards of 100 000 to 200 000 bp. The
coupling of NGS with the genomic-enrichment tech-
niques described above offers a promising approach to
this technical challenge.

Recently, investigative groups led by Y.M. Dennis
Lo and Stephen Quake have applied NGS to the detec-
tion of fetal chromosomal aneuploidy (87, 88 ). Prior
work had demonstrated that cell-free fetal nucleic acids
(DNA and RNA) are present in maternal blood during
pregnancy, along with maternally derived cell-free nu-
cleic acids. Several analytical approaches that use cell-
free fetal nucleic acids have been developed to deter-
mine fetal aneuploidy, including the analysis of
placental mRNA derived from the chromosomes of in-
terest (e.g., chromosome 21) and the determination of
relative chromosomal dosage via digital PCR analysis
of a large number of target chromosomal loci com-
pared with reference chromosomal loci (89 –91 ).
Building on the concept of relative chromosome dos-
age, the Lo and Quake groups have independently
shown the feasibility of converting cell-free DNA from
maternal blood into an Illumina library, followed by
sequencing and mapping the reads to the reference hu-
man genome. Counting the number of reads that map
to each chromosome allows the relative dosage of each
chromosome to be ascertained. If fetal aneuploidy is
present, the number of sequence reads mapping to the
affected chromosome would be expected to be statisti-
cally overrepresented in the data set. This expectation
was confirmed in trisomy 21 pregnancies, with addi-
tional supporting evidence obtained for trisomy 18 and
13 pregnancies. These studies open a new avenue for
assessing fetal aneuploidy and provide a foundation for
NGS-based analysis of cell-free DNA in both non-
pathologic and pathophysiological states.

Technologies on the Horizon

New single-molecule sequencing technologies in de-
velopment may decrease sequencing time, reduce
costs, and streamline sample preparation. Real-time
sequencing by synthesis is being developed by VisiGen
(http://www.visigenbio.com) and Pacific Biosciences
(http://www.pacificbiosciences.com). VisiGen’s ap-
proach uses DNA polymerase modified with a fluores-
cent donor molecule. Attached to a glass slide surface,
the polymerase directs strand extension from primed
DNA templates. Nucleotides are modified with fluo-
rescent acceptor molecules, and light energy is used
during incorporation to invoke fluorescence reso-
nance energy transfer between polymerase and nu-
cleotide fluorescent moieties, the latter being in the
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�-phosphate position and cleaved away during incor-
poration. The company envisions its platform will consist
of a massively parallel array of tethered DNA polymerases
that will generate 1 � 106 bp of sequence per second.

Pacific Biosciences performs single-molecule real-
time sequencing and uses phospholinked fluorescently la-
beled dNTPs. DNA sequencing is performed in thou-
sands of reaction wells 50–100 nm in diameter that are
fabricated with a thin metal cladding film deposited on an
optical waveguide consisting of a solid, transparent silicon
dioxide substrate. Each reaction well is a nanophotonic
chamber in which only the bottom third is visualized,
producing a detection volume of approximately 20 zL
(20 � 10�21 L). DNA polymerase/template complexes
are immobilized to the well bottoms, and 4 differently
labeled dNTPs are added. As the DNA polymerase incor-
porates complementary nucleotides, each base is held
within the detection volume for tens of milliseconds, or-
ders of magnitude longer than the amount of time it takes
for a nucleotide to diffuse in and out of the detection vol-
ume. Laser excitation enables the incorporation events in
individual wells to be captured through the optical
waveguide, with the fluorescent color detected reflecting
the identity of the dNTP incorporated. For sequencing,
Pacific Biosciences uses a modified phi29 DNA poly-
merase that has enhanced kinetic properties for incor-
porating the system’s phospholinked fluorescently la-
beled dNTPs. In addition, phi29 DNA polymerase is
highly processive, with strand-displacement activity. By
taking advantage of these properties, Pacific Biosciences
has demonstrated sequencing reads exceeding 4000 bases
when a circularized single-stranded DNA molecule is
used as template. In this configuration, the phi29 DNA
polymerase carries out multiple laps of DNA strand-
displacement synthesis around the circular template. The
mean DNA-synthesis rate was determined to be approx-
imately 4 bases/s. The observed errors, including dele-
tions, insertions, and mismatches can be addressed by de-
veloping a consensus sequence read derived from the
multiple rounds of template sequencing. Further refine-
ment of the chemistries and platform instrumentation are
ongoing, with a 2010 target date for commercial launch
(92–94).

Farther out toward the horizon is sequencing
based on monitoring the passage of DNA molecules
through nanopores 2–5 nm or greater in diameter.
Nanopores are being fabricated in inorganic mem-
branes (solid-state nanopores), assembled from pro-
tein channels in lipid membranes, or configured in
polymer-based nanofluidic channels. In some config-
urations, current is applied across nanopore mem-
branes to drive the translocation of negatively charged
DNA molecules through pores while monitoring
changes in membrane electrical conductance measured
in the picoampere range. NABsys (http://www.nabsys.

com) is pursuing a combination of nanopores with se-
quencing by hybridization in which single-stranded
DNA molecules are hybridized with a library of hexam-
ers of known sequence. The hybridized DNA is inter-
rogated through a nanopore, with the current changes
being different in regions of hexamer hybridization.
The patterns of hybridization are used to map anneal-
ing regions and determine sequence. Oxford Nanopore
Technologies (http://www.nanoporetech.com) is de-
veloping nanopore-based sequencing that uses an
�-hemolysin protein channel in reconstituted lipid bi-
layers. The nanopores are situated in individual array
wells, and single DNA molecules are introduced into
the wells and progressively digested by exonuclease.
The released single-nucleotide bases enter the nano-
pore and alter the electrical current, creating a charac-
teristic current change for each individual base
(95, 96 ). Although the technology is seemingly futur-
istic, considerable NHGRI funding is being directed
toward a variety of nanopore technologies under devel-
opment as part of the goal of achieving the $1000 ge-
nome. For further descriptions of nanopore technolo-
gies, the reader is referred to recent reviews (97, 98 ).

Conclusions

The past few years have witnessed the emergence of NGS
technologies that share a common basis, massively paral-
lel sequencing of clonally amplified DNA molecules. In
2008, the first NGS platform based on single-molecule
DNA sequencing was launched. On the horizon are real-
time single-molecule DNA-sequencing technologies and
approaches based on nanopores. NGS has had a substan-
tial impact on basic genomics research in terms of scale
and feasibility. Over the next several years, NGS is antici-
pated to transition into clinical-diagnostics use. Essential
elements to make this transition successful will be the re-
quirement of streamlining the processes, especially sam-
ple preparation, coupled with improvements in technol-
ogy robustness and characterization of accuracy through
validation studies. The large amounts of sequence-data
output will pose a bioinformatics challenge for the clinical
laboratory. In addition to data processing, the interpreta-
tion of sequencing results will require further character-
ization of the genomic variation present in the regions
analyzed. Although considerable work lies ahead to im-
plement NGS into clinical diagnostics, the potential ap-
plications are exciting and numerous.
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